


































mainly	 focused	 on	 the	 ventricles,	 personalized	 phantoms	 of	 the	 atria	 were	 recently	 presented.	
However,	such	models	are	typically	rigid,	the	atrial	wall	is	not	realistic	and	it	is	not	compatible	with	
ultrasound,	being	sub-optimal	for	planning/training	of	several	interventions.		
Methods:	 In	 this	 work,	 we	 propose	 a	 strategy	 to	 construct	 a	 patient-specific	 atrial	 model.	
Specifically,	the	target	anatomy	is	generated	using	a	computed	tomography	(CT)	dataset	and	then	
constructed	using	a	mold-cast	approach.	An	accurate	representation	of	 the	 inter-atrial	wall	 (IAS)	









obtained	 images	 quantitatively	 and	 qualitatively	 assessed.	 Both	 models	 showed	 a	 similar	











During	 the	 last	 two	decades,	multiple	authors	 focused	on	 the	development	of	3D	models,	
typically	termed	as	phantoms,	of	multiple	human	organs	(e.g.,	liver,	heart,	brain)	1,2.	Computational	
and	 physical	 models	 were	 initially	 presented	 and	 compared,	 with	 the	 physical	 models	 showing	
several	advantages	(e.g.	easy	to	understand	and	simple	to	learn	the	anatomy)	when	compared	with	
the	virtual	ones	2.	 In	this	sense,	the	physical	models	were	applied	to	characterize	the	anatomical	
shape,	 to	 study	 physiological	 mechanisms	 and	 as	 a	 surgical	 learning	 tool	 3.	 Nevertheless,	
mean/standard	 shape	 models	 were	 used,	 while	 patient-specific	 models	 could	 be	 beneficial.	
Furthermore,	 such	 mean	 models	 are	 not	 necessarily	 adequate	 in	 non-healthy	 patients,	 where	
abnormal	anatomies	are	typically	found.	As	such,	some	authors	presented	patient-specific	models,	
where	 the	 anatomical	 particularities	 of	 each	 patient	 are	 taken	 into	 account	 during	 the	 model	
construction.	 The	 patient	 anatomy	 is	 extracted	 from	 a	 high-resolution	 imaging	 acquisition	 (e.g.,	
computed	tomography	–	CT),	post-processed	and	then	used	to	create	the	model	4-7.	Besides	allowing	
a	 correct	 patient-specific	 anatomy	 assessment,	 these	personalized	models	 also	 improve	 surgical	
planning	strategies	and	surgical	 training	 techniques	 8-10.	Moreover,	 these	realistic	models	can	be	
used	as	a	validation	scenario	11-13.	





































The	3D	CT	of	 the	 anatomy	was	 acquired	with	 a	 Sensation	64	 (Siemens	Medical	 Solutions,	
Erlangen,	Germany).	The	acquisition	was	performed	with	64	rows,	 rotation	time	0.36	ms,	gantry	
















The	 LA	 and	 RA	 contours	 rely	 on	 the	 atrial	 body	 region,	 with	 both	 left	 and	 right	 atrial	
appendage	being	excluded	(Figure	2).	Moreover,	only	the	proximal	part	of	the	pulmonary	veins	(PV)	







The	 external	 atrial	 wall	 was	 defined	 using	 the	 aforementioned	 LA	 and	 RA	 regions	 as	


































Due	 to	 the	 complexity	 of	 the	 atrial	 anatomy,	 three	 external	 (gray	molds	 in	 Figure	 3b)	 and	 two	




final	mold	 construction	 through	 the	 combination	 of	 the	 different	 external	 and	 internal	 parts,	 a	
compact	 structure	 with	 a	 small	 cavity	 (i.e.	 empty	 space)	 was	 obtained.	 A	 schematic	 (with	
dimensions)	of	the	phantom	wall	is	presented	in	Multimedia	File	II.		
Regarding	 the	 different	 access	 points	 (i.e.	 PV,	 VC,	MV	 and	 TV),	 these	were	 designed	 and	
constructed	as	constant	cylinders	with	specific	diameter	and	thickness	(Figure	3b	and	dimensions	in	
Multimedia	File	II).	The	cylinder	orientation	and	positions	were	defined	based	on	the	user	labeling	











































Poisson’s	 ratio	 of	 0.45	 22,23.	 Each	 cycle	 consisted	 of	 12-h	 freezing	 period	 in	 a	 freezer	 at	 -20°C,	
followed	by	a	24h	thawing	period.	At	the	end	of	the	freezing	stage,	the	freezer	was	turned	off	and	










Two	 independent	experiments	were	performed	 to	validate	 the	proposed	phantom	model,	










The	 obtained	 images	 were	 manually	 delineated	 using	 MITK.	 A	 threshold-based	 strategy	
followed	by	manual	corrections	was	applied	to	generate	the	3D	surfaces	of	the	LA	and	RA	bodies	

















the	 Hausdorff	 distance.	 The	 volume	 of	 each	 chamber	 was	 also	 computed.	 Furthermore,	 we	
evaluated	the	accuracy	of	 the	method	for	 thin	walls	 (in	 this	case,	 the	 inter-atrial	septal	wall).	As	
such,	a	small	region	of	interest	(ROI)	was	created	around	the	thin	wall	region.	This	ROI	was	defined	
as	the	largest	connected	region	with	a	thickness	lower	than	5	mm.	The	abovementioned	threshold	




room	 temperature	 and	 tank	dimension	of	 45.5x35x25	 cm3)	 and	 the	 resulting	ultrasound	 images	








ideal	 reference,	 we	 applied	 a	 strategy	 similar	 to	 section	 3.1.	 In	 detail,	 we	 start	 by	 manually	
segmenting	 the	LA	and	RA	 in	each	US	 image	 (for	each	model),	 identifying	subsequently	multiple	
landmarks	to	initialize	the	alignment	strategy	(see	Figure	6b).	A	final	refinement	through	a	rigid	ICP	
is	 applied	 to	 improve	 the	 alignment	 of	 both	 US	 and	 reference	 surfaces.	 Finally,	 the	 difference	






errors	 spatial	 distribution	 is	 presented	 in	 Figure	7,	 showing	 the	high	accuracy	of	 the	production	




Structure	 Model	 Volume	(ml)	 P2S	(mm)	 Dice	(%)	 Hausdorff	(mm)	
LA	
Silicone	 71.89	 1.68±0.79	 88.50	 2.97	
PVA-C	 71.39	 1.70±1.34	 87.85	 4.41	
Virtual	model	 77.83	 -	 -	 -	
RA	
Silicone	 43.50	 1.36±0.94	 86.50	 3.35	
PVA-C	 41.20	 1.32±1.11	 88.21	 3.56	
Virtual	model	 49.51	 -	 -	 -	
Cardiac	
wall	
Silicone	 -	 1.59±1.20	 -	 4.20	
PVA-C	 -	 1.90±1.60	 -	 5.25	
























resolution	 medical	 acquisition	 based	 on	 CT.	 Besides	 the	 accurate	 representation	 of	 the	 atrial	
anatomy	(i.e.	LA	and	RA	bodies),	a	correct	representation	of	the	inter-atrial	wall	was	also	pursued,	
improving	the	realism	of	the	proposed	atrial	model.	Indeed,	particular	attention	was	given	to	the	
design	 of	 the	 inter-atrial	wall,	 consequently	 showing	 the	 particular	 interest	 of	 this	 phantom	 for	
simulation	of	atrial	wall	 interventions,	specifically:	transseptal	puncture26	and	atrial	septal	defect	












Regarding	 the	phantom	construction,	 it	 relies	on	 four	main	stages:	1)	accurate	anatomical	
model	generation	using	pre-procedural	image	acquisition,	2)	virtual	and	3)	physical	construction	of	
the	phantom	mold	and	4)	pouring	of	 the	 flexible	 and	ultrasound-compatible	material	 inside	 the	
mold.	 The	 first	 stage	 is	 applied	 to	 obtain	 an	 accurate	 representation	 of	 the	 patient	 anatomical	
details	with	a	particular	 interest	 in	 the	design	of	 the	atrial	boundaries	at	 the	 inter-atrial	 septum	
region,	improving	the	accuracy	of	the	phantom	model	at	this	region.	Previous	works	have	used	a	
similar	 approach	 to	 generate	 the	 phantom	 model	 for	 catheter	 ablation	 simulation	 19,20,28.	
Nevertheless,	 they	 failed	 to	 correctly	 generate	 the	 entire	 inter-septal	wall	 19,20.	 Furthermore,	 in	
order	 to	 allow	 the	 future	 expansion	 of	 the	 current	model	 for	 a	 dynamic	 version	 similar	 to	 the	
suggested	in	Appendix	A,	the	current	phantom	shape	was	segmented	at	the	ventricular	end-diastole	
(i.e.	minimal	atrial	volume	along	the	cardiac	cycle).	In	this	sense,	by	connecting	a	water	pump	with	





Secondly	 (i.e.	 stage	 2),	 the	 atrial	 and	wall	 surfaces	 are	 exported	 into	 a	 CAD	 tool,	 virtually	
generating	a	mold	that	represents	the	target	anatomy.	This	stage	is	also	crucial	to	include	multiple	
Table	 2	 –	 Comparison	 of	 the	 atrial	 surfaces	 extracted	 from	 the	 ultrasound	 imaging	 and	 the	 ideal	 models.	 The	
comparison	was	performed	in	terms	of	point-to-surface	error	(P2S,	mm),	Dice	(%)	and	95th	percentile	of	the	Hausdorff	
distance	(mm).		
Structure	 Model	 Volume	(ml)	 P2S	(mm)	 Dice	(%)	 Hausdorff	(mm)	
LA	
Silicone	 68.26	 2.77±2.10	 83.74	 6.51	
PVA-C	 67.89	 2.91±2.36	 82.15	 7.43	
Virtual	model	 77.83	 -	 -	 -	
RA	
Silicone	 40.43	 2.49±2.20	 81.77	 6.34	
PVA-C	 40.97	 2.54±2.39	 81.20	 6.57	




entry	 points	 (mimicking	 the	 circulatory	 system)	 on	 the	 target	 anatomy.	 Nevertheless,	 due	 to	









focus	 of	 the	 current	 work),	 the	 usage	 of	 rigid	 inner	 molds	 hampers	 the	 inclusion	 of	 the	 atrial	
appendages	 and	 the	 pulmonary	 veins.	 Please	 note	 that,	 although	 3D-printing	 could	 be	 directly	
applied	 to	 generate	 a	 flexible	 atrial	 phantom	model	 (instead	 of	 a	mold	 approach),	 allowing	 the	
inclusion	of	atrial	appendages	and	pulmonary	veins	in	the	phantom	model,	ultrasound	compatible	
3D	 printing	 materials	 are	 not	 available	 hampering	 its	 application	 for	 simulation	 of	 the	 real	















models,	 a	 superior	 performance	 was	 found	 for	 the	 silicone-based	 phantom,	 which	 is	 clearly	
supported	by	the	different	metrics	assessed	in	Table	1	and	through	the	errors’	spatial	map	(Figure	
7).	 Indeed,	 the	 low	 performance	 found	 for	 the	 PVA-C-based	 phantom	 is	 related	 with	 the	 low	
viscosity	 of	 the	 material,	 which	 hampers	 the	 material	 pouring	 and	 the	 incision	 closing	 stage.	






silicone	 and	 PVA-C-based	 phantom	 at	 the	 selected	 ROI,	 corroborating	 their	 accuracy	 and	











also	 assessed	 the	 resulting	model	 appearance	 on	 a	 traditional	 intra-procedural	 image	modality,	
namely	ultrasound.	 Indeed,	 the	 acquired	ultrasound	 images	 (Figure	9)	 proved	 that	 the	different	
cardiac	chambers	(i.e.	LA	and	RA)	can	be	easily	observed	and	identified	in	both	phantom	models	(i.e.	
silicone-based	and	PVA-C-based).	Similar	to	the	expected	and	observed	in	normal	clinical	practice,	
a	 double	 chamber	 view	 was	 easily	 obtained	 for	 both	 models.	 A	 3D	 analysis	 of	 the	 obtained	
ultrasound	model	(Figure	10)	showed	a	high	similarity	when	compared	with	the	pre-production	one.	
Moreover,	 a	 clear	 definition/identification	 of	 the	 inter-atrial	 septal	 wall	 was	 also	 achieved,	
reinforcing	the	appropriateness	of	the	proposed	phantom	model	for	inter-atrial	wall	interventions.	
Although	gelatin-based	phantom	models	have	been	widely	described	for	different	scenarios	30,31,	its	





mm	 for	 both	 chambers.	 A	 slightly	 superior	 performance	 of	 the	 silicone-based	model	was	 found	
when	compared	with	the	PVA-C	model,	which	is	explained	by	the	more	detailed	walls	observed	(not	
so	smooth	as	observed	 in	PVA-C	models,	Figure	9)	and	also	 its	superior	accuracy	throughout	the	














will	 generate	 speckle	 noise	 in	 the	 resulting	 ultrasound	 image,	 making	 the	 cardiac	 wall	






kPa	 for	 the	silicone	and	110	kPa	 for	 the	PVA-C)	 than	 the	expected	 for	 the	 real	 tissue.	Note	 that	
previous	 studies	 focused	 on	 the	 estimation	 of	 the	 mechanical	 properties	 of	 the	 atrial	 region,	
showing	 that	 the	elastic	modulus	 varies	with	 the	 specific	 atrial	 location	 and	 the	 specific	 patient	
anatomy.	Indeed,	a	Young	modulus	between	20–70	kPa	is	usually	reported	for	the	entire	atrial	wall	
37,38.	Specifically	for	the	thin	wall	region,	a	value	around	of	30	kPa	is	expected	37.	In	this	sense,	the	
developed	 phantom	 models	 are	 stiffer	 than	 in	 reality	 and	 assume	 a	 homogeneous	 elasticity	
throughout	the	entire	model,	consequently	presenting	a	sub-optimal	performance	to	mimic	the	real	







Overall,	 the	 current	 phantom	models	 proved	 its	 added-value	 for	 simulation	 of	 inter-atrial	
interventions.	They	overcome	the	previously	described	rigid	or	ultrasound	not	compatible	models,	
allowing	 the	 simulation	 of	 all	 procedural	 stages	 (i.e.,	 planning	 using	 CT	 and	 guidance	 through	
ultrasound).	Moreover,	both	phantoms	(i.e.,	silicone	and	PVA-C)	were	designed	to	allow	its	simple	





simulation.	 The	 model	 also	 uses	 realistic	 atrial	 models	 extracted	 from	 a	 CT,	 showing	 a	 high	
















identifying	 the	 compound	 that	 correctly	 mimics	 the	 real	 atrial	 tissue	 (i.e.	 similar	 mechanical	
properties,	 similar	 acoustic	 properties,	 among	others).	 Furthermore,	we	 intend	 to	 construct	 the	
proposed	dynamic	phantom	model	and	apply	it	for	simulation	of	specific	inter-atrial	interventions.	
By	applying	it	in	a	real	scenario,	we	expect	to	receive	a	correct	and	realistic	clinical	feedback	of	the	
proposed	 model,	 ultimately	 validating	 the	 proposed	 phantom	 for	 accurate	 simulation	 of	 such	
interventions.	Finally,	we	intend	to	apply	it	as	an	optimal	validation	scenario	for	a	novel	integrated	
interventional	 framework,	based	on	an	 image-fusion	strategy,	 to	assist	 the	physician	throughout	
inter-atrial	interventions	26.	
6. Conclusions	
The	 proposed	 production	 technique	 showed	 high	 accuracy	 for	 the	 generation	 of	 patient-
specific	atrial	phantom	models	with	flexible	and	realistic	walls.	The	current	method	overcomes	some	
limitations	of	 the	 state-of-the-art	models	 (i.e.	 the	majority	are	 rigid	and	not	personalized	 to	 the	
patient	anatomy),	allowing	its	use	for	intervention	planning	and	training.	Phantom	production	with	
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